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Synthèse 
L'imagerie par résonance magnétique (IRMC) est une technologie utilisée depuis les années quatre-
vingts dans le monde de la cardiologie. Cette technique d'imagerie non-invasive permet d'acquérir 
des images du cœur en trois dimensions, dans n'imp01ie quel plan, sans application de radiation, et 
en haute résolution. Actuellement, cette technique est devenue un référence dans l'évaluation et 
l'investigation de différentes pathologies cardiaques. La morphologie cardiaque, la fonction des 
ventricules ainsi que leur contraction, la perfusion tissulaire ainsi que la viabilité tissulaire peuvent 
être caractérisés en utilisant différentes séquences d'imagerie. 
Cependant, cette technologie repose sur des principes physiques complexes et la mise en pratique 
de cette technique se hernie à la difficulté d'évaluer un organe en mouvement permanent. L'IRM 
cardiaque est donc sujette à différents aiiefacts qui perturbent l'interprétation des examens et 
peuvent diminuer la précision diagnostique de cette technique. A notre connaissance, la plupart des 
images d'IRMC sont analysées et interprétées sans évaluation rigoureuse de la qualité intrinsèque de 
l'examen. Jusqu'à présent, et à notre connaissance, aucun critère d'évaluation de la qualité des 
examens d'IRMC n'a été clairement déterminé. 
L'équipe d'IRMC du CHUV, dirigée par le Prof J. Schwitter, a recensé une liste de 35 critères 
qualitatifs et 12 critères quantitatifs évaluant la qualité d'un examen d'IRMC et les a introduit dans 
une grille d'évaluation. L'objet de cette étude est de décrire et de valider la reproductibilité des 
critères figurant dans cette grille d'évaluation, par l'interprétation simultanée d'examens IRMC par 
différents observateurs (cardiologues spécialisés en IRM, étudiant en médecine, infirmière 
spécialisée). Notre étude a permis de démontrer que les critères définis pour l'évaluation des 
examens d'IRMC sont robustes, et permettent une bonne reproductibilité intra- et inter-observateurs. 
Cette étude valide ainsi l'utilisation de ces critères de qualité dans le cadre de l'imagerie par 
résonance magnétique cardiaque. 
D'autres études sont encore nécessaires afin de déterminer l'impact de la qualité de l'image sur la 
précision diagnostique de cette technique. Les critères standardisés que nous avons validés seront 
utilisés pour évaluer la qualité des images dans le cadre d'une étude à échelle européenne relative à 
l'IRMC : "l'EuroCMR registry". Parmi les autres utilités visées par ces critères de qualité, citons 
notamment la possibilité d'avoir une référence d'évaluation de la qualité d'examen pour toutes les 
futures études cliniques utilisant la technologie d'IRMC, de permettre aux centres d'IRMC de 
quantifier leur niveau de qualité, voire de créer un certificat de standard de qualité pour ces centres, 
d'évaluer la reproductibilité de l'évaluation des images par différents observateurs d'un même 
centre, ou encore d'évaluer précisément la qualité des séquences développées à l'avenir dans le 
monde de l'IRMC. 
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Quality assessment of cardiovascular magnetic 
resonance in the setting of the European CMR 
registry: description and validation of 
standardized criteria 
Vincenzo Klinke 1, Stefano Muzzarelli 1•2, Nathalie Lauriers 1, Didier Locca 1, Gabriella Vincenti 1, Pierre Monney1, 
Christian Lu3, Detlev Nothnagel4, Guenter Pilz5, Massimo Lombardi6, Albert C van Rossum7, Anja Wagner8, 
Olive1· Bruder9•10, Heiko Mah1'110/dt 11 and Juerg Schwitterl* 
Abstract 
Background: Cardiovascular 111agnetic resonance (CMR) has become an important diagnostic imaging modality in 
cardiovascular medicine. However, insufficient image quality may compromise its diagnostic accuracy. We airned to 
de~'tribe and validate standardized criteria to evaluate a) cine steady-state free precession (SSFP), b) late gadolinium 
enhancement (LGE), and c) stress first-pass perfusion images. These criteria will serve for quality assessrnent in the 
setting of the Euro-CMR registry. 
Methods: Thirty-five qualitative criteria were defined (scores 0-3) with lower scores indicating better image quality. 
ln addition, quantitative pararneters were measured yielding 2 additional quality criteria, Le. signal-to-noise ratio 
(SNR) of non-infarcted rnyocardiurn (as a rneasure of correct signal nulling of healthy rnyocardiurn) for LGE and % 
signal increase during contrast medium first-pass for perfusion images. These qualitative and quantitative criteria 
were assessed in a total of 90 patients (60 patients scanned at our own institution at 1.ST (noc,30) and 3T (n=30) and 
in 30 patients randomly chosen frorn the Euro-CMR registry exarnined at i .sn. Analyses were perforrned by 2 SCMR 
level-3 experts, 1 trained study nurse, and 1 trained medical student 
Results: The global quality score was 6.7±4.6 (n=90, mean of 4 observers, maximum possible score 64), range 
6.4-6.9 (p=0.76 between observe1·s). lt ranged from 4.0-4.3 for 1 Sf (P'"0.96 between observers), frorn 5.9-6.9 for 3T 
(p=0.33 between observers), and frorn 8.6-10.3 for the Euro-CMR cases (p=0.40 between observers). The inter- (n=4) 
and intra-observer (n=2) agreement for the global quality score, i.e. the percentage of assignrnents to the sarne 
quality tertile ranged frorn 80% to 88% and frorn 90% to 98%, respectively. The agreement for the quantitative 
assessrnent for l.GE images (scores 0-2 for SNR <2, 2-5, >5, respectively) ranged frorn 78-84% for the entire 
population, and 70-93% at 1.ST, 64-88% at 3T, and 72-90% for the Euro-CMR cases. The agreement for perfusion 
images (scores 0-2 for %SI increase >200%, 100%-200%,<100%, respectively) ranged frorn 81-91% for the entire 
population, and 76-100% at 1.ST, 67-96% at 3T, and 62-90% for the Euro-CMR registry cases. The intra-class 
correlation coefficient for the global quality score was 0.83. 
(Continued on next page) 
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The described criter·ia for the assessment of CMR image quality are robust with a good inter-
agreement. Further research is needed to define the impact of image quality on the diagnostic 
~,n,rmr.cr•r yield of CMR studies. 
Cardiac Magnetic Resonance, Image Quality, Quality Score, Late Gadolinium Enhancement Images, 
Stress First Pass Myocardial Perfusion 
Background 
Cardiovascular magnetic resonance (CMR) has become 
a robust and important diagnostic imaging modality in 
cardiovascular medicine. Its clinicat utilization is grow-
ing rapidly [1,2] thanks to its ability to investigate several 
aspects such as cardiac morphology and fonction, myo-
cardial tissue characteristics, and myocardial perfusion 
within a single diagnostic session. ln addition, ail this in-
formation is obtained safely [3] and at reasonable costs 
[4] without exposing the patient to potentially hazardous 
ionizing radiation [5]. However, CMR is a technically 
demanding investigation of a rapidly moving organ due 
to the mechanical heart action and motion related to 
breathing excursion. Thus, several factors may cause 
image artifacts or impaired image quality, which may fi-
nally result in reduced diagnostic accuracy [6]. Some ar-
tifacts are patient related while others are caused by 
insufficient care to technical aspects during the image 
acquisition, or by technical/physical limits of the im-
aging sequence itself. Even though much effort has been 
spent in technical developments aimed at optimizing the 
image quality, cardiac imagers involved in CMR are still, 
and quite frequently, faced with issues related to sub-
optimal image quality. Considering the potential impact 
of image quality on diagnostic accuracy and patient 
management, objective criteria to evaluate image quality 
are needed. Different groups have pointed out the import-
ance of improving quality measures for different cardiac 
imaging modalities [7,8]. However, to our knowledge, in-
formation on standardized quality criteria to assess CMR 
studies is scarce, unlike for other cardiac imaging modal-
ities [9.10]. We therefore aimed to describe and validate 
well-defined standardized criteria to evaluate the quality 
of CMR studies performed at l.5T and 3T, including the 
most frequently used sequences in clinical practice: i) cine 
steady-state free precession (SSFP) images, ii) late gadolin-
ium enhancement (LGE) images, and iii) first-pass stress 
perfusion images. These criteria will serve for the assess-
ment of the image quality in the setting of the Euro-CMR 
registry and its substudies [11]. 
Methods 
Definition of the criteria to evaluate CMR image quality 
Criteria to evaluate the image quality of i). cine SSFP 
images, ii). late gadolinium enhancement images, and 
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iii). first-pass stress perfusion images were first defined a 
priori based on knowledge of the most common image 
artifacts, and on factors known to influence image qual-
ity. Specific criteria were defined for each type of im-
aging sequences (i, ii, iii) to obtain a numerical score 
that defines the image quality of the overall CMR study 
and of its modules (SSFP, LGE, stress perfusion). Thirty-
five qualitative criteria were assessed by means of a 
scoring system with scores ranging from 0-3 for each 
criterion (higher scores meaning worse image quality, 
Figure 1). In addition, quantitative parameters were mea-
sured (see Figure 1) yielding signal-to-noise ratio (SNR) 
of normal myocardium for LGE images and % signal in-
tensity (SI) increase during first-pass for the perfusion 
module, which were assessed in both, the anterior and 
inferior LV walls. Quantitative measmes of SNR and %SI 
increase were scored 0-2 according SNR <2; 2-5; >5 
and %SI increase >200%; 100-200%; <100%, respectively. 
A more detailed description of the quality criteria and 
scoring system is provided below and in Figure 1. Rec-
ommendations for SSFP, LGE, and first-pass perfusion 
acquisitions of adequate quality are given elsewhere [12]. 
Cine SSFP CMR images 
The image quality of cine SSFP images was evaluated 
based on 12 qualitative criteria (criteria 1-11 refer to the 
stack of short axis (SA) cine images). 
The coverage (criterion 1 in Figure 1) of the left ven-
tricle (LV) on the stack of SA cirre images was the first 
quality criterion. A complete coverage from base to apex 
of the LV was required in order to guarantee accurate 
volume and functional measurements. The lack of the 
basal slice (=no a trial chamber visible in end-systole, 
hence no certainty that the base of the heart is covered 
completely) or lack of the apical slice (LV cavity still 
visible at end-systole) is in our experience the most fre-
quent limitation regarding the coverage of the LV. Be-
cause the absence of the basal slice has an important 
impact on volume calculation, a higher score was given 
for the base versus apex. A mid-ventricular missing slice 
is resulting in a penalty as well. In order to balance the 
influence of this criterion in relation to other criteria, 
the maximum rating for this criterion is limited to 5 (no 
adequate basal [3 points] and apical [2 points] coverage 
even when 21 additional slice(s) missing). Regarding 
Klinke et al. Journal of Cardiovascular Magnetic Resonance 2013, 15:55 
http://jcmr-online.com/content/15/1 /55 
Qualitative Criteria 
LV-Function ci ne SSFP 0 
1. LV coverage Full coverage 
2. Wrap around No 1 slice 
3. Respiratory ghost No 1 slice 
4. Cardiac ghost No 1 slice 
5. Image blurring/mis-triggering No 1 slice 
6. Metallic artifacts No 1 slice 
7. Shimming artifacts No 1 slice 
8. Signal loss (coil inactive) Activated 
9. Orientation of stack correct 
10. Slice thickness ,;10mm 11-15 mm 
11. Gap <3mm 3-4mm 
12. Correct LV long axes 22 1 
LV function score 
Late Gadolinium Enhancement 0 
13. LV càverage Full coverage 
14. Wrap around No 1 slice 
15. Respiratory ghost No 1 slice 
16. Cardiac ghost No 1 slice 
17. Image blurring/mis-trigger No 1 slice 
18. Metallic artifacts No 1 slice 
19. Signal loss (coil inactive) Activated 
20. Slice thickness 210mm 11-15 mm 
21. Gap <3 mm 3-4mm 
22. Correct LV long axes 22 1 
LGEScore 
First-Pass Perfusion 0 
23. LV coverage 2 3 slices 
24. ln-plane spatial resolution <3mm 
25. Acquisition window < 150 ms 
26. Patient preparation Drugs + caffeine Drugs 
stopped not stopped 
27. Wrap around No 1 slice 
28. Respiratory ghost No 1 slice 
29. Cardiac ghost No 1 slice 
30. Image blurring No 1 slice 
31. Metallic artifacts No 1 slice 
32. Signal loss (coil inactive) Activated 
33. Breathing motion Drift 
34. Mis-triggering None 1-2 mis-triggers 
35. Rhythm Sinus 
Perfusion Score 
Total Qualitative Score 
Quantitative Criteria 
36. LGE SNR: anterior wall >5 2-5 
inferior wall >5 2-5 
37. First Pass %51 increase: anterior wall >200% 100-200% 
inferior wall >200% 100-200% 
Total Quantitative Score 
Global Quality Score 
Figure 1 (See legend on next page.) 
6 
Page 3of13 
2 3 Maximum Score 
Apex Base or 21 slice 5 
not covered in the stack missing 
2 slices 23 slices } 2 slices 23 slices 2 slices 23 slices 3 2 slices 23 slices 2 slices 23 slices 
2 slices 23 slices 
Not activated 2 
incorrect 2 
>15mm 3 
>4mm 3 
None 3 
21 
3 
Apex Base or <:1 slice 5 
not covered in the stack missing 
2 slices 23 slices } 2 slices 23 slices 2 slices 23 slices 3 2 slices 2:3 slices 
2 slices 23 slices 
Not activated 2 
>15mm 3 
>4mm 3 
None 3 
19 
2 3 
2 slices 1 slice 3 
23mm 3 
150-250 ms > 250 ms 3 
Caffeine Drugs + caffeine 3 
not stopped not stopped 
2 slices 23 slices } 2 slices 23 slices 2 slices 23 slices 3 2 slices 23 slices 
2 slices 23 slices 
Not activated 2 
Abrupt } >2 mis-triggers 3 
Atrial fibrillation 
20 
60 
<2 2 
<2 
<100% 2 
<100% 
4 
64 
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Figure 1 Quality Evaluation of CMR Images. Total qualitative score: sum of qualitative scoring for SSFP images (12 criteria: range of 
scores 0-19'. for_ LGE_images (lCl criteria: range of scores 0--19), and for perfusion images (13 criteria: range of scores 0--20). Total range: 
0-60. Quantitative LGE score: 5 parameters measured yieldincJ scores of 0-2 (SNR <2; 2-5; >5, respectively) for each the anterior and 
inferior LV wall. Total range of mean scores: 0--2. Quantitative perfusion score: 5 parameters measured yielding scores of o-2 (%51 increase 
>200%; 100-200%; <100%, respectively) for each the anterior and inferior LV wall. Total range of mean scores: 0-2. Total quantitative 
score: sum of quantitative LGE and perfusion score. Range: 0-4. Global quality score: sum of total qualitative and total quantitative score: 
Range: 0-64. 
quality criteria 2 to 7 (wrap around, respiratory ghost, 
cardiac ghost, image blurring/mis-triggering, metallic ar-
tifacts, and shimming artifacts), 1 point was given if the 
artifact impeded the visualization of > 1/3 of the LV endo-
cardial border at end-systole and/or end-diastole on a 
single SA slice. If such artifact involved 2 slices or :?:3 
slices, 2 and 3 points were given, respectively. In this 
study, the quality of RV visualization was not assessed. 
Wrap around artifacts (criterion 2) occur when the 
field of view is too small to cover the object to be 
scanned in the phase-encoding direction. It is easily 
recognizable as a portion of the object located outside of 
the field of view projecting into the image (Figure 2). 
Respiratory and cardiac ghosts (criteria 3 and 4) are 
motion artifacts caused by respiratory or cardiac motion 
occurring during image acquisition, i.e. when a spin 
moves during the ti!ne of excitation. As a consequence, 
data sampling and reconstruction causes a mis-mapping 
of the signal, Such artifacts are typically projected onto 
the phase encoding direction on LGE images (for details, 
see below). Motion occurring during SSFP acquisitions 
generally causes image blurring. Nevertheless, the criter-
ion of ghosts was added to cine SSFP acquisitions on 
Figure 1 to cover artifacts that may occur on future 
modifications of SSFP sequences. 
Image blurring or mis-triggering (criterion 5) is due ei-
ther to irregular heartbeats such as extrasystoles or atrial 
fibrillation, to mis-triggering of the R-wave, or to re-
spiratory motion. In case of segmented retrospectively 
gated acquisitions, which are considered the standard 
for cine imaging, signais used to reconstruct a specific 
phase of the cardiac cycle are collected during different 
phases of the cardiac cycle which in general results in 
image blurring of SSFP acquisitions (see Figure 3). 
Metal artifacts (criterion 6) are due to the influence of 
metal (mainly iron) which deflects the magnetic field, 
thus changing the resonance frequency beyond the range, 
which is used for a given acquisition. As a consequence, 
the protons will not react appropriately to the excitation 
pulse and will therefore not be excited correctly causing a 
signal drop/distortion in the image (Figure 4). 
Shimming artifacts (criterion 7) are due to inhomo-
geneity of the main magnetic field. SSFP acquisition 
schemes are particularly susceptible to such inhomoge-
neities of the magnetic field, that may cause banding 
7 
artifacts ( darlç bands across the image caused by off-
resonance) and/or flow related artifacts (Figure 5). 
Late gadolinium enhancement (LGE) CMR images 
The quality criteria applied to the LGE images included 
10 qualitative criteria, which are quite similar to those 
usecl for the cine SSFP images (criteria 13-21 refer to 
the stack of SA images). Since a process leading to car-
diac fibrosis or necrosis may be limited to a small region 
(i.e. in myocarditis), one point was given even if <1 / 3 of 
the myocardium was affected. In other words, one point 
was given if an artifact rendered a slice non-diagnostic, 
i.e. if e.g. a myocarditis coule! no longer be excluded/ 
confirmed to be present in a given SA slice. Thus, for 
LGE the artifacts were read with higher sensitivity than 
for functional SSFP acquisitions. Full coverage (criterion 
13 in Figure 1) of the LV is also required for an adequate 
diagnostic yield of LGE images. At the base and apex of 
the LV, the coverage is considered adequate if the pos-
ition of the basal and apical LGE slice is the same as the 
Figure 2 Wrap around in a cine SSFP sequence: Chest wall 
(located outsîde the field of vîew) is projecting onto the left 
ventricle (red arrows). 
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Figure 3 Image blurring/mis-triggering in cine a SSFP sequence: 
Respira tory motions, mis-triggering of the R-wave or irregular 
heartbeats indu ce a blurred aspect of the image (red arrows). 
basal and apical cine SSFP slice ±5 mm, respectively. 
Whereas respiratory motions often translate into blurred 
endocardial borders in cine SSFP sequences, they typically 
produce respiratory or cardiac ghosts in LGE sequences 
(criteria 15 and 16; see examples in Figures 6 and 7). 
Figure 4 Artifact in a cine SSFP sequence caused by 
ferromagnetic material: Sternotomy wires locally disturb the 
magnetic field (red arrows). However, it is not considered a 
significant artifact in this case, since it does not extend onto the LV. 
8 
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Figure 5 Shimming artifact in a cine SSFP sequence: Magnetic 
field inhomogeneities produce dark band and flow related (red 
arrows) artifacts on the LV. 
In addition to these qualitative criteria, LGE images 
were also evaluated by measuring 5 quantitative parame-
ters including SI of the myocardium (anterior and infer-
ior LV wall), the LV cavity, LV scar (if present), and 
noise. These quantitative measures were obtained by 
manually tracing a region of interest (ROI) in the above 
mentioned target structures in a midventricular SA slice, 
defined as the slice in the center position of the stack of 
SA LGE images (in stacks with a paired number of slices 
the more apical slice was evaluated, i.e. slice 6 in a stack 
of 10 SA slices with slice 1 at the base of the heart). The 
SI of the scar tissue was quantified only if a scar with 
>50% transmurality was observed. On the other hand, 
the myocardial SI was measured only if there was no 
scar in the segment of interest. Noise SI was measured 
in the air outside the patient. Finally the ratio between 
the myocardial SI and noise SI (SNR; criterion 36 in 
Figure 1) was calculated and scores were defined as fol-
lows: SNR <2 = score 0, SNR 2-5 = score 1, SNR >5 = 
score 2. These SNR measures to assess the correctness 
of signal nulling of normal healthy myocardium was 
chosen as the impact of varying contrast-to-noise 
thresholds (i.e. the ratio of scar signal vs remote healthy 
myocardial signal) is known to impact on infarct detec-
tion and quantification [13], In cases with different 
scores in the anterior and inferior walls, scores of 0.5 or 
1.5 were obtained through averaging. Notably, the LGE 
assessment was based on non-phase sensitive inversion 
recovery (IR) images ( = the magnitude images of IR 
acquisitions). If present, segmented inversion-recoveiy 
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Figure 6 Respiratory ghost {indicated by red lines on the right image, B) in a LGE sequence: Respiratory motion during the image 
acquisition projects replicates of the chest wall onto the LV. 
acquisitions were considered. If no segmented inversion-
recovery images were available, single-shot acquisitions 
were analyzed. Additional examples of image artifact of 
LGE images are provided in Figures 8 and 9. 
First-pass perfusion CMR images 
The analysis of the perfusion images was based on simi-
lar qualitative criteria as those described above (criteria 
23-29). For the analysis of stress perfusion CMR images 
the first set of perfusion images was analyzed exclusively to 
guarantee that image quality of flrst-pass acquisitions was 
considered. Subsequent contrast medium injections for 
perfusion studies were not analyzed. Only non-corrected 
sequences were analyzed, i.e. sequences subjected to auto-
matic motion-correction algorithms were not considered. 
Because perfusion CMR sequences are typically based on a 
single-shot acquisition, ECG mis-triggering and breathing 
motion lead to different artifacts as compared to cine- and 
LGE images, which are typically acquired with a segmented 
technique. As a consequence, specific criteria were defined 
for ECG mis-triggering and breathing-related artifacts. 
Breathing motion during the acquisition of the perfusion 
CMR images (criterion 33 of Figure 1) results in a drift or 
an abrupt displacement of the heart depending on the ex-
cursion of the diaphragm. ECG-trigger artifacts (criterion 
34) lead to variable cardiac contours in subsequent images. 
In cases of severe mis-triggering, where no QRS complexes 
are detected the first-pass of contrast medium can be 
missed completely yielding a score of 3. Finally, atrial fibril-
lation (criterion 35), in-plane special resolution in the 
phase-encoding direction (criterion 24), duration of the ac-
quisition window (criterion 25), and the adequate prepar-
ation of the patient (no intake of caffeine and anti-anginal 
drugs for 24 hours before CMR; criterion 26) were consid-
ered as well (for details, see Figure 1). 
Additionally, quantitative parameters were obtained by 
manually tracing ROis in a midventricular SA slice (i.e. 
the slice proximal to the level where papillary muscles 
are attached to the LV wall) at baseline and at peak SI 
during first-pass in both, the anterior and inferior LV walls. 
SI increase was calculated as percentage of pre-contrast 
baseline SI (criterion 37 of Figure 1) and scored as follows: 
<100% = score 2, 100%-200% = score l, >200% = score O. 
These categories of SI increase were chosen as they are 
Figure 7 Cardiac ghost {indicated by red lines on the right image, B) in a LGE sequence: Cardiac motion during the acquisition is seen 
in this c:ase as multiple replicates of LV contours in the phase-encoding direction. 
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Figure 8 Wrap around artifact in a LGE sequence: A structure 
outside the field of view is projected onto the LV (red arrows). 
known to impact on diagnostic accuracy [14]. ln cases with 
different scores in the anterior and inferior walls, scores of 
0.5 or 1.5 were obtained through averaging. Peak SI was 
measured only if no perfusion defect was present in the 
segment of interest. 
Measurement of the inter-observer variability 
Learning Phase 
As a first step, the study nurse and the medical student 
got a detailed and intensive training on CMR image arti-
facts by SCMR level 3 experts. The teaching was aimed 
at understanding the basics about the causes and the ap-
pearance of ail image artifacts mentioned above. During 
this learning-phase, differences in the assessment of the 
Figure 9 ECG mis-triggering in a LGE sequence: Image quality 
is decreased by both, a mis-triggering artifact and by cardiac 
ghosts. According the definitions of artifact criteria, the most severe 
artifact, i.e. the mis-trigCjering artifact, is considered for scoring only. 
10 
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images between the different observers helped to re-
define criteria where needed to improve reproducibility. 
In a next step, the criteria described above were then ap-
plied in a test set of 20 patients scanned at l.5T. These 
studies were jointly interpreted by 2 CMR expert cardi-
ologists (SCMR level 3), 1 study nurse, and 1 medical 
student. The study nurse and the medical student com-
pared their results with those of a SCMR level 3 expert 
every 5 patients in order to obtain a detailed feed-back 
on their assessment, to answer their questions regarding 
applications of criteria, to ensure that a complete CMR 
examination can be evaluated within 15-20 minutes, 
and to finally improve the accuracy of their analyses. 
Validation phase 
After completion of the learning phase, the two CMR 
experts, the medical student and the study nurse inde-
pendently performed a quality assessment of another 30 
patients (15 males and 15 females) scanned at our insti-
tution at l.5T and another 30 patients scanned at 3T (15 
males and 15 females). Additionally, 30 cases randomly 
chosen from the Euro-CMR registry were analyzed with 
the same criteria by ail investigators. The anonymous 
Euro-CMR registry cases were sent from the center 
of Ludwigshafen to a local server at our institution 
using a secure connection (ReverseProxy i-Sentry from 
BEEW ARE). The connection is based on HTTPS (http 
over SSL) for ail traffic between the client and the ser-
ver. Ali the data is encrypted (login and password, and 
ail dicom packets, encryption algorithm is shalRSA and 
the public key is an RSA 1024 bits). 
Measurement of the intra-observer variability 
To assess the intra-observer variability, 1 CMR expert 
cardiologist and the medical student repeated the ana-
lysis of 15 cases scanned in our institution at l.5T and 
15 cases scanned at 3T. To avoid a bias, this second 
reading session was performed at least 1 month after the 
completion of the first reading session. Furthermore, 
these 30 cases were randomly selected and ail readers 
were blinded for the identity of the patient. 
Statistics 
For the qualitative variables the inter- and intra-observer 
variability was assessed as the mean score and the mean 
score difference±SD between pairs of readers [15]. In 
addition, for pairs of readers the correlation coefficient 
was calculated by linear regression analysis. For the 
quantitative variables derived from the LGE and perfu-
sion images, the SNR and the SI increase during first 
pass, respectively, were scored as described in the 
methods section. Finally, the percentage of agreement 
between readers was calculated (the sum of ail scores 
that dicl not differ between 2 readers is expressed as 
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percentage of ail paired scores). Agreement was calcu-
lated for 6 pairs of readers for ail patients (n=90) as well 
as for the subgroups studied at l.5T, 3T (at our own in-
stitution), and the Euro-CMR cases studied at l.5T. The 
intra-class correlation coefficients were calculated for 
the global quality score as well as for the quality scores 
of the 3 sub-modules (cine SSFP, LGE, first-pass perfu-
sion) applying a 2-way mixed effects model. In addition, 
Cohen's kappa was calculated for the pairs of 4 readers 
to assess the agreement for category assignments. Ana-
lyses were performed using the commercially available 
statistical package (SPSS version 19.0, IBM). 
Results and discussion 
In the validation phase, by each observer a total of 3150 
criteria (90 patients x 35 criteria) were assessed and 900 
ROI (90 patients x 10 parameters) were measured. The 
global quality score, i.e. the combination of the total 
qualitative and the two quantitative scores of the entire 
study population (n=90, l.5T, 3T, l.5T of Euro-CMR 
registry cases) ranged from 0 to 24 for the 4 readers. 
When analyzing the spectrum of qualities in terrns of 
tertiles (i.e. scores <9, 9-16, > 16), 69% - 78% of ail cases 
A Global Scores 
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(for readers 1-4) fell into the first quality tertile ( = best 
quality, scores <9, Figure lOA), and 21% 30% and 1% -
4%, fell into the 2. tertile (scores 9-16) and 3. tertile 
(scores > 16), respectively (Figure lOA). 
In Figure lOB-D the break clown into the qualitative and 
the 2 quantitative components of the global quality score 
is shown. The studies were well assigned to the 3 different 
tertiles by all '1· readers for all 3 sub-analyses (for the quali-
tative score, Figure lOB, as well as for the 2 quantitative 
scores, Figure lOC/D). The qualitative score (Figure lOB) 
yielded similar results for the 4 readers indicating that the 
qualitative criteria were well defined and reproducible. 
The total qualitative score was 6.7±4 .. 6 (n=90, mean of 
4 observers) and ranged from 6.4-6.9 for the 4 observers 
(p=0.76 between observers). It ranged from 4.0-4.3 for 
l.5T (p=0.96 between observers), from 5.9-6.9 (p=0.33 
between observers) for 3T, and from 8.6-10.3 (p=0.40 
between observers) for the Euro-CMR cases. 
Reproducibility of scores 
For the global score the inter-observer agreement for 
the 6 possible comparisons ranged from 80% to 88%, see 
Table 1. The inter-observer agreement ranged from 83% 
8 Qualitative Score 
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Figure 1 O Distribution of qualities in the entire study population (n=90) for the global quality score (A) as well as for the qualitative 
(B) and quantitative scores (C, D). The first tertile of quality scores (score <9) encornpasses the largest portion of studies ranging between 
69% - 78% of ail cases (for readers 1-4). ;\ sirnilar distribution is observed for the qualitative and the quantitative perfusion score, whereas the LGE 
score shows a considerable portion of increased signal in the normal rnyocardiurn of 21-24% (SNR 2-5) and 28-32% (SNR >5) of ail studies 
indicating a sub-optirnal rnyocardial signal nulling in these cases. 
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Table 1 Inter-observer agreement of all cases (n=90) 
Reader 1 vs 2 1 VS 3 
Global quality score: Qualitative and quantitative quality assessment 
Inter-observer agreement 80% 86% 
Total qualitative score 
Inter-observer agreement 84% 89% 
Total quantitative LGE score 
Inter-observer agreement 84% 82% 
Total quantitative perfusion score 
Inter-observer agreement 
88% 81% 
lntra-observer agreement (n=30) 
Reader 
Global score: Qualitative and quantitative quality assessment 
lntra-observer agreement 
Page 9 of 13 
1 vs 4 2 vs 3 2 VS 4 3 vs 4 
88% 81% 83% 82% 
92% 84% 83% 90% 
78% 81% 81% 82% 
91% 86% 90% 87% 
1 vs 1 4 vs 4 
98% 90% 
Readers 1 and 2 are SCMR level 3 experts; reader 3 is a trained study nurse, reader 4 is a trained medical student. 
SI, signal intensity. 
Global score was calculated as the sum of the qualitative score and the two quantitative scores (for SNR in LGE images and for first past SI increase in perfusion 
stress images). 
Qualitative evaluation is classified into tertiles: scores <9 / 9-16 / > 16. 
LGE: Three scores of SNR: <2 / 2-5 / >5. 
Perfusion: Three scores of SI increase during first pass: <100% / 100-200% / >200%. 
to 92% for the qualitative analysis, and from 78-84% and 
81-91% for the LGE quantitative analysis and the perfu-
sion quantitative analysis, respectively (Table 1). 
Similarly, good agreements were observed for the 3 sub-
populations (l.ST own institution, 3T own institution, l.ST 
of the Euro-CMR registry) as given in Tables 2,3 and 4. 
For the studies performed at our own institution at 
l.ST, reproducibility for the 4 observers was excellent 
with an agreement ranging from 97% - 100% for both, 
the qualitative and the global score (Table 2). The vari-
ability was slightly higher for studies performed at 3T at 
our own institution with an agreement for the qualitative 
score ranging from 80% - 100% and for the global score 
ranging from 80% - 87% (Table 3). Similarly, for the 
Euro-CMR cases the agreement ranged from 70% - 83% 
for the qualitative score and from 63-80% for the global 
score (Table 4). As illustrated in Figure 11 this higher 
variability was associated with higher absolute scores 
( = worse quality) in the group consisting of data ac-
quired at different institutions and with different ma .. 
chines. It should be mentioned here, that this study was 
not designed to assess differences in quality between 
different scanners, different centers, or different field 
strengths, but to test the applicability and reproducibility 
of quality criteria to CMR data acquired during routine 
examinations. Therefore, no comparisons were made in 
regard to scanner type or field strengths. 
The intra-observer variability was assessed for an ex-
perienced SCMR level 3 reader as well as for a trained 
medical student. As shown in Table 1, a good intra-
12 
observer agreement was obtained ranging from 90% to 
98% for the global score of both readers. 
The intra-class correlation coefficient for the global 
quality score was 0.83 and for the quality scores of the 
sub-modules, i.e. cine SSFP, LGE, and first-pass perfusion 
images, coefficients were 0.83, 0.72, and 0.58, respectively. 
The Cohen's kappa to assess agreement of category as-
signments by the 4 observers is given in Figure 12. 
Performance of the qualitative and quantitative quality 
criteria 
This study describes the applicability and reproducibility 
of well defined quality criteria to evaluate cine SSFP, 
LGE, and first-pass perfusion CMR images, which are 
the most frequently used acquisitions in CMR. While 
the qualitative criteria are subjective to some degree, a 
strict definition was provided for each criterion with the 
final aim to enhance objectivity and reproducibility. The 
results of the current study show a good reproducibility 
between the quality assessments of multiple readers. 
This also holds true for examinations performed at 1.ST 
and 3T scanners, and for examinations performed in dif-
ferent institutions. To test the applicability of the quality 
criteria to data obtained at different field strengths and 
at different institutions was important to assess the re-
producibility of the quality assessment. This study shows 
that the inter-observer reproducibility (expressed as per-
centage of the analysis classified in the same quality 
tertile) was acceptable ranging from 80% to 88% among 
the 4 readers (with an intra-class correlation coefficient 
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Table 2 Inter-observer agreement of the 1.5T cases at CHUV (n=30) 
Reader 1 vs. 2 1 vs. 3 1vs.4 
Qualitative quality assessment 
Total quality score 
Meani'.±SD 0.2±1.6 0.3±1.6 0.0±1.5 
Mean score 3.5 3.4 3.6 
Total quality score 
Correlation coefficient 0.86 0.85 0.90 
Inter-observer agreement 97% 97% 100% 
Quantitative quality assessment: SI analyses 
LGE: Agreement for SNR classes 
SI anterior wall 92% 89% 74% 
SI inferior wall 77% 81% 70% 
Perfusion: Agreement for classes of SI increase during first pass 
SI anterior wall 100% 96% 92% 
SI inferior wall 88% 76% 84% 
Global Assessment 
Overall agreement 97% 97% 100% 
2 vs. 3 
0.1±0.9 
3.3 
0.96 
100% 
93% 
85% 
96% 
83% 
100% 
Readers 1 and 2 are SCMR level 3 experts; reader 3 is a trained study nurse, reader 4 is a trained medical stude11t. 
SI, signal intensity. 
Ali p-values of the linear regression analyses are <0.05. 
Qualitative evaluation is classified into tertiles: scores <9 / 9-16 / > 16. 
LGE: Three scores of SNR: <2 / 2-5 / >5. 
Perfusion: Three scores of SI increase during first pass: <100% / 100-200% / >200%. 
Table 3 Inter-observer agreement of the 3T cases at CHUV (n=30) 
Reader 1vs.2 1 vs. 3 1vs.4 2 vs. 3 
Qualitative quality assessment 
Total quality score 
Mean L'.±SD 0.1±2.0 1.5±2.3 0.8±1.4 1.4±2.8 
Mean score 4.9 4.2 4.5 4.1 
Total quality score 
Correlation coefficient 0.79 0.64 0.86 0.56 
Inter-observer agreement 87% 93% 93% 80% 
Quantitative quality assessment: SI analysis 
LGE: Agreement for SNR classes 
SI anterior wall 80% 81% 82% 74% 
SI inferior wall 83% 81% 71% 81% 
Perfusion: Agreement for classes of SI increase during first pass 
SI anterior wall 96% 86% 90% 89% 
SI inferior wall 83% 70% 74% 83% 
Global assessment 
Overall agreement 80% 87% 83% 80% 
Readers 1 and 2 are SCMR level 3 experts; reader 3 is a trained study nurse, reader 4 is a trained medical student. 
SI, signal intensity. Ali p-values of the linear regression analyses are <0.05. 
Qualitative evaluation is classified into tertiles: scores <9 / 9-16 / > 16. 
LGE: Three scores of SNR: <2 / 2-5 / >5. 
Perfusion: Three scores of SI increase during first pass: <100% / 100-200% / >200%. 
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2 vs. 4 3 vs. 4 
-0.3±2.0 -0.4±2.0 
3.5 3.5 
0.83 0.81 
97% 97% 
81% 74% 
77% 74% 
96% 88% 
87% 79% 
97% 97% 
2 vs. 4 3 vs. 4 
0.7±2.4 -0.7±2.1 
4.5 3.8 
0.70 0.66 
80% 100% 
79% 88% 
64% 77% 
86% 82% 
79% 67% 
83% 83% 
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Table 4 Inter-observer agreement of the Euro-CMR cases (n=30) 
Reader 1 vs. 2 1 vs. 3 1vs.4 2 vs. 3 2 vs. 4 3 vs. 4 
Qualitative quality assessment 
Total quality score 
Mean t.±SD 0.9±3.6 1.9±2.9 -0.6±2.5 1.0±3.6 -1.6±3.6 -2.5±3.0 
Mean score 8.4 7.9 9.2 7.5 8.7 8.2 
Total quality score 
Correlation coefficient 0.76 0.82 0.89 0.74 0.78 0.85 
Inter-observer agreement 70% 77% 83% 73% 73% 73% 
Quantitative quality assessment: SI analysis 
LGE: Agreement for SNR scores 
SI anterior wall 90% 86% 76% 83% 86% 79% 
SI inferior wall 83% 72% 79% 90% 83% 79% 
Perfusion: Agreement for scores of SI increase during first pass 
SI anterior wall 76% 63% 80% 67% 90% 70% 
SI inferior wall 81% 83% 73% 72% 79% 62% 
Global assessment 
Overall agreement 63% 73% 80% 63% 70% 67% 
Readers 1 and 2 are SCMR level 3 experts; reader 3 is a trained study nurse, reader 4 is a trained medical student. 
SI, signal intensity. 
Ali p-values of the linear regression analyses are <0.05. 
Qualitative evaluation is classified into tertiles: scores <9 / 9-16 / > 16. 
LGE: Three scores of SNR: <2 / 2-5 / >5. 
Perfusion: Three scores of SI increase during first pass: <100% / 100-200% / >200%. 
of 0.83, see also Figure 12). The intra-observer reprodu-
cibility was excellent with values for global score agree-
ment ranging from 90% to 98%. Notably, the inter-
observer and intra-observer reproducibility was good 
not only for the comparison between CMR experts (i.e. 
cardiology experts in CMR), but also for the comparison 
with a well trained medical student. ln summary, these 
favorable comparisons underscore the robustness of the 
described quality criteria. 
While the total quantitative score ranges from 0 to a 
maximum of 4 only, it remains a relevant contributor to 
the quality assessment considering that the mean global 
quality score was as low as 6.7 points in the 90 CMR ex-
aminations evaluated. 
Applications of the quality criteria 
These criteria will find their first application in the as-
sessment of the image quality of the CMR examinations 
performed within the Euro-CMR registry [7]. Applica-
tions of these criteria will be of particular importance 
when used to evaluate the prospective sub-study exami-
nations (protocols of suspected coronary artery disease, 
cardiomyopathies, and heart failure) [7]. 
In addition, these quality criteria may serve as a tool 
to improve the assessment of CMR image quality. By 
means of a common set of criteria as suggested in this 
study, qualities between different CMR examinations 
should be easier to compare. Nowadays, the 
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performance of pulse sequences is typically characterized 
by reporting SNR and contrast-to-noise ratio (CNR), 
while other aspects such as susceptibility to artifacts are 
often neglected. With the proposed criteria, which are 
heavily based on artifact assessment, this aspect is incor-
porated into the quality analysis, while reproducibility in 
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Figure 11 Inter-observer agreement for the global quality score. 
lt ranges from 83% to 98% for the 4 readers (n=90 studies). As the level 
of quality deteriorates (ascending black line indicating mean global 
quality score of all 4 readers, units to the right of the figure), the level of 
agreement slightly declines, while for the good quality examinations at 
1.ST ( 1.ST group to the left with a mean score of 4.0), the agreement 
between the 4 readers is excellent ranging from 97% to 1 OŒû. 
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Figure 12 The various levels of agreement between experts 
(Exp), a trained study nurse (Nurse), and a trained medical 
student (Stud) is shown. For ail comparisons, moderate to 
substantial agreements were found. 
our view still remains acceptable. Novel CMR pulse se-
quences could be evaluated in the future based on the 
traditional parameters such as SNR and CNR while the 
proposed artifact-based assessment could be added to pro-
vide a broader assessment of quality. A quality assessment 
based on the proposed criteria could also allow for com-
parisons of image qualities in different CMR studies. 
Finally, these standardized quality criteria may be use-
ful for an institution to evaluate their own CMR quality. 
The principle of artifacts described in the criteria may 
also be used for teaching of physicians and MR techni-
cians interested in CMR. ln addition this framework for 
quality assessment coule\ be used for accreditation pur-
poses of CMR centers or for achieving core lab status. It 
could also serve to ensure consistency among operators 
and over time in the same institution or to detect quality 
drifts with newer sequences. 
Limitations 
The present study was not designed to compare the 
image quality of studies performed at l.ST vs 3T. The 
l.ST and 3T data were used to test the applicability of 
the quality criteria to artifacts related to the various field 
strengths. Also, the 3T data were acquired with a beta-
version of a shimming procedure and thus, this image 
quality is not representative of an overall 3T image qual-
ity. Nevertheless, we would like to underline that it is 
advantageous to evaluate quality criteria in a data set 
with a relatively high level of artifacts. Scanners of the 
newest generations operating at 3T are equipped now-
adays with advanced shimming protocols and image 
15 
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quality is expected to be improved in comparison to the 
results presented here. 
In this study, only the most often used sequences, i.e. 
cine SSFP images, LGE images, and first-pass perfusion-
CMR images were evaluated, other sequences like black-
blood imaging, flow or angiographie acquisitions were 
not analyzed. It is planned to establish quality criteria for 
these acquisitions in a future work. Also, patient-related 
factors such as weight, arrhythmia, breath-holding ability 
were not assessed in this scoring system as they would dir-
ectly affect image quality. 
This study evaluated the applicability and reproduci-
bility of quality criteria to different sets of CMR exami-
nations. Future studies are needed to evaluate at which 
levels of quality, correct diagnoses and appropriate out-
come predictions can be obtained. 
Conclusions 
The described criteria for the assessment of CMR image 
quality are robust and yield an acceptable inter-observer 
reproducibility. Further research is needed to define the 
impact of the image quality on the diagnostic and prog-
nostic yield of CMR examinations. 
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